<table>
<thead>
<tr>
<th>Essential Principles Checklist (Resection device, active, endoscopic)</th>
</tr>
</thead>
</table>

### Chapter 1   General Requirements

1. **Article 1 Applied**
   - MHLW Ministerial Ordinance No. 169 dated December 17, 2004
   - JIS T 14971:

2. **Article 2 Applied**
   - JIS T 14971:

3. **Article 3 Applied**
   - MHLW Ministerial Ordinance No. 169 dated December 17, 2004

4. **Article 4 Applied**
   - MHLW Ministerial Ordinance No. 169 dated December 17, 2004
   - JIS T 14971:

5. **Article 5 Applied**
   - MHLW Ministerial Ordinance No. 169 dated December 17, 2004
   - JIS T 14971:

6. **Article 6 Applied**
   - JIS T 14971:

#### Equivalence to existing equipment shall be evaluated for the following items.

1. Rotation frequency
2. Switching of rotation mode including rotation direction
3. Cutting
4. Perfusion/Suction function

### Chapter 2   Requirements for design and manufacture

1. **Article 7**
   - 1 Applied
      - JIS T 14971:
      - JIS T 0601-1:
   - 2 Not applied
   - 3 Applied
      - JIS T 0601-1:

2. **Article 8**
   - 1 Applied
      - JIS T 14971:
      - JIS T 0601-1:
   - 2 Partially applied
      - JIS T 14971:
   - 3 Applied
      - JIS T 0601-1:
      - PFSB Notification No. 1002-8 dated October 2, 2014
      - JIS T 0601-1:
   - 4 Not applied
   - 5 Not applied
   - 6 Partially applied
      - PFSB/CND Notification No. 1218-4 dated December 18, 2014
   - 7 Partially applied
      - PFSB/CND Notification No. 1218-4 dated December 18, 2014
   - 8 Partially applied
      - MHLW Ministerial Ordinance No. 169 dated December 17, 2004
   - 9 Partially applied
      - MHLW Ministerial Ordinance No. 169 dated December 17, 2004
   - 10 Partially applied
      - JIS T 0601-1:

3. **Article 9**
   - 1 Applied
      - JIS T 14971:
      - JIS T 0601-1:
   - 2 Applied
      - JIS T 14971:
      - PFSB Notification No. 1002-8 dated October 2, 2014
      - JIS T 0601-1:
   - 3 Applied
      - JIS T 14971:
      - JIS T 0601-1:
   - 4

---

**Note:** The table represents a section from a document discussing essential principles checklist for medical devices, specifically focusing on resection devices. The table outlines various articles with their respective applications and standards to which they adhere.
<table>
<thead>
<tr>
<th>Article</th>
<th>1</th>
<th>2</th>
<th>3</th>
<th>4</th>
<th>5</th>
<th>6</th>
<th>7</th>
<th>8</th>
<th>9</th>
<th>10</th>
</tr>
</thead>
<tbody>
<tr>
<td>101</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>111</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>121</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>131</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>141</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>151</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>161</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Notes:
- "Partially applied" indicates partial application of specific standards.
- "Not applied" indicates no application of specific standards.

Date: November 24, 2015
<table>
<thead>
<tr>
<th></th>
<th>Applied/Not applied</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Not applied</td>
</tr>
<tr>
<td>2</td>
<td>Applied</td>
</tr>
<tr>
<td>3</td>
<td>First partially applied</td>
</tr>
<tr>
<td>4</td>
<td>Applied</td>
</tr>
<tr>
<td>5</td>
<td>Not applied</td>
</tr>
<tr>
<td>6</td>
<td>Applied</td>
</tr>
</tbody>
</table>